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Objective. Dental implant manufacturers are looking for new surfaces to improve osseoin-
tegration. It is accepted that calcium phosphate coatings favor bone healing. Among all
the techniques, the soaking process seems attractive because of its ability in producing
a bioactive coating at low temperature. The objective of this study is to improve the tita-
nium implant surface roughness and chemistry by optimizing the surface preparation and
the soaking process parameters to produce a bioactive and adherent calcium phosphate
coating.
Methods. Titanium samples were sandblasted and acid etched. Coatings were realized by
an alternate soaking process including a centrifugation step to create a phosphate solution
thin ﬁlm on the implant that reacts with the calcium of the second bath. We performed a
characterization of the sample surface with complementary physical and physico-chemical
techniques to assess the effect of surface preparation and coating process operating param-
eters on coating formation and characteristics.
Results. Surface preparation led to a roughness around 1.6m,micro-porosities, high surface
wettability and removed the embedded sandblasting particles.We showed that the centrifu-
gation step is critical and determines the coating formation, coverage and thickness. A thin
coating (∼2m) composed of apatite analogous to bone mineral was deposited. The coating
adhesion was demonstrated by screwing/unscrewing test in an artiﬁcial jawbone.
Signiﬁcance. The titanium dental implant pre-treatment and coating developed in this studyis expected to favor early implant osseointegration through coating dissolution in vivo and
could be associated with biological active agents to confer additional functionality to the
coating.
∗ Corresponding author.
E-mail address: camille.pierre@ensiacet.fr (C. Pierre).
ttps://doi.org/10.1016/j.dental.2018.10.005
1. Introduction
Dental implants provide a good solution for the replacement
of tooth roots. Indeed, dental implants restore the func-
tional symmetry of dentition and thus help to maintain the
jawbone density and shape, eating and talking ability and
smiling aesthetic. All these functions support the psychologi-
cal, social andphysicalwell-being of the patient. Nevertheless,
a long time for bone healing (3–6 months) is required between
the implantation and the positioning of the crown (artiﬁcial
tooth) on the dental implant, which fully reestablish the func-
tion of the tooth. Therefore, studies have been carried out
to improve implant osseointegration. This characteristic is
directly related to the properties of the implant surface that is
in close contact with the living bone [1].
Commercially pure titanium (cpTi) and its alloys are widely
used for dental implant manufacturing. It has been shown
that the roughness and wettability of the titanium implant
surface are two important characteristics for osseointegra-
tion [2–4]. A moderately rough surface (1 <Ra<2m) has been
shown to improve the formation of new bone and to increase
the removal torque of the implant compared to a smoother
one (Ra<1m) [3]. This phenomenon can be explained by
the better implant anchorage in the jawbone related to a
higher contact surface area between the implant and the
bone tissue due to surface roughness [3,2]. It has also been
shown that a highly rough surface (Ra>2m) leads to a poorer
osseointegration and would induce a higher risk of bacte-
rial colonization [4]. Interestingly, a highly hydrophilic surface
(contact angle of 0◦) seems to increase alkaline phosphatase
activity and osteocalcin and generates an osteogenicmicroen-
vironment through higher production of prostaglandin E2
(PGE2) and transforming growth factor beta 1 (TGF-1) [5].
In order to improve implant surface characteristics, surface
treatments have been developed. For example, sandblasting,
acid etching or anodization can beused [6]. Sandblasting treat-
ments using Al2O3 or TiO2 particles create a rougher surface
(0.5 <Ra<2.0m) than acid etching (0.3 <Ra<1m). These two
processes are commonly used jointly by implant manufac-
turers [7] and are collectively known as sandblasting large
grit and acid etching (SLA). All of these surface treatments
have shown osseointegration improvement [8,9]. Surface wet-
tability depends on these surface treatments. For example
for grade 4 unalloyed Ti implant, the contact angle measured
using water was equal to 85◦ ± 4◦ for a machined surface,
96◦ ± 9◦ for an etched one, 80◦ ± 5◦ for a sandblasted one
and 47◦ ± 3◦ for an anodized surface [8]. Moreover, wettabil-
ity depends also on surface chemistry. A chemically modiﬁed
SLA (modSLA) has been developed,with sandblasting and acid
etching performed and then samples rinsed under nitrogen
protection to prevent exposure to air and then stored in a
sealed glass tube containing an isotonic NaCl solution. These
steps lead to a strongly hydrophilic surface. It has been shown
that bone healing was improved in the early stages after
implantation, resulting in a removal torque 8–21% higher for a
modSLA surface than for the conventional SLA one [10]. This
has been explained by the pro-osteogenic and pro-angiogenic
inﬂuence of this surface on gene expression a few days after
implantation [11].Another solution that has been largely developed to
improve osseointegration of titanium implants is the use of
calcium phosphate coated implants. To produce this coat-
ing, several processes have already been proposed, including
plasma spraying, electrophoretic deposition, pulsed laser
deposition and the soaking process [12,13]. Among these,
plasma spraying, which is a high temperature process, is one
of the most industrially used techniques to deposit hydroxya-
patite on orthopedic implants because of its high efﬁciency
and moderate cost. However, the resulting coating is thick
(>50m) and made of mixtures of phases with different
dissolution rates due to the thermal decomposition of hydrox-
yapatite (HAP) that could lead to coating delamination [14].
In contrast, soaking process is a low temperature wet pro-
cess that leads to thin coatings (<10m) that can easily cover
complex shapes and allow coating functionalization with
thermosensitive molecules (growth factors, antibiotics and so
on) [15]. Moreover, this soft deposition method is very versa-
tile and allows for various calcium phosphates formation, i.e.
octacalcium phosphate [16] or biomimetic carbonated apatite
coatings [17] depending on experimental conditions. Some of
these CaP phases, once implanted can dissolve leading to a
local increase of biological ﬂuid supersaturation with respect
to calciumandphosphates that could help boneneoformation
[18]. The soaking process most generally used to produce CaP
coatings onmetallic [19,20] or polymeric implants [21,22], or to
form inorganic/organic composites [23,24], often involves sim-
ulated body ﬂuid (SBF), a metastable supersaturated solution
with the ability to precipitate only aminute amount of CaP salt
(∼150mg of apatite per liter of solution at best). In addition,
this process can take several hours or days to obtain a coating,
depending on the crystal nucleation ability of the surface to
coat [25]. To increase the deposition kinetics and the amount
of CaP formed, some studies have been completed with higher
ion concentrations (SBF ×2, ×5 or ×10) [17,19,26]. However at
high supersaturation, CaP precipitates spontaneously in the
solution, and thus, the efﬁciency of the coating formation is
lower and its characteristics are difﬁcult to control. Further-
more, the preparation and industrial use of large quantities
of metastable solutions is problematic due to uncontrolled
spontaneous precipitation in solution or on any surface of
the equipment or materials. To prevent those drawbacks, an
alternate soaking process, using two separated calcium and
phosphate baths, has been developed. Brieﬂy, several proto-
cols have been reported in the literature, with the implant
immersed in a calcium bath and, then rinsed and immersed
in the phosphate bath and ﬁnally rinsed a second time. The
immersion time varies from 1min [23] to 1h [24]. Moreover the
coating thickness seems controllable by increasing the num-
ber of immersion cycles. Chemical surface treatment of the
titanium substrate such as for example an alkaline surface
treatment using NaOH has been proposed by some authors
for improving the soaking and/or alternate soaking processes
and particularly the CaP nucleation step [24,27,28].
It appears from this review of literature that all the tita-
nium surface preparations coupled with an alternate soaking
process already published used a NaOH pre-treatment to try
to keep most of the calcium associated to the substrate dur-
ing immersion in the baths and also during the rinsing step
between the baths. In the present study, we chose to avoid
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toth steps (the NaOH chemical pre-treatment and the rins-
ng stage) and we propose another strategy by implementing
nly one additional step in the alternate soaking process to
reate a thin ﬁlm of phosphate solution by centrifugation that
an afterwards react with the calcium contained in the second
ath to form a CaP coating.
The purpose of this study was to develop a surface
reatment for titanium implants to obtain surface character-
stics compatible with the formation of a homogeneous CaP
ioactive coating using a low temperature alternate soaking
rocess. The characterization of the effect of different proto-
ols of acid etching on sandblasted titanium surfaces in terms
f surface roughness, wettability, alumina particles embed-
ing and mechanical properties was performed. Then the
ffect of identiﬁed crucial parameters for the centrifugation
tep on the CaP coating was studied using complementary
hysical and physico-chemical techniques. Finally, the adher-
nce between the substrate and the coating was evaluated by
screwing/unscrewing test in an artiﬁcial jawbone.
. Materials and methods
.1. Sample preparation
ll experimentswere performed on sampleswith ﬂat surfaces
cylindrical pieces of 15mm long and 6mm of diameter, each
ncluding 4 ﬂat surfaces of 3mm to facilitate their charac-
erization before and after each treatment/step), and also on
eal dental implants. The substrate samples were all made
f commercially pure grade 4 titanium (cpTi). Four different
ubstrate surfaces were processed. The raw substrate surface
orresponded to the machined surface and the associated
ample was named M. Then, the machined samples were suc-
essively sandblasted with alumina particles (F100), leading to
amples called S, which were then acid etched (SE samples).
wo acid etching treatments were investigated. One etching
reatmentwas performed in a special blend of acids composed
f H2SO4:HCl:H2O in 2:2:1 (vol %) proportion at 80 ◦C for 5min
nd the resulting sample was called SE1. The second one, SE2,
as based on a treatment in a mixed acid solution including
2SO4:HCl:H2O in 3:1:1 (vol %) proportion at 40 ◦C for 20min.
After the machining and sandblasting steps, the samples
ere degreased and cleaned with demineralized water and
thanol. After acid etching, the samples were ﬁrst neutral-
zed using a sodiumbicarbonate solution and then rinsedwith
emineralized water and ethanol before being dried at 60 ◦C.
.2. Soaking process
aP coatings were deposited by a three-step soaking process.
irst, the titaniumsubstrateswere soaked in aphosphate solu-
ion (Na3PO4,12H2O) at 0.5M, during 30min and at 37 ◦C. Then,
centrifugation stepwas realized using a Sigma 3–15 (Bioblock
cientiﬁc) and the effect of two parameters, the rotation
peed (0–2000 rpm) and the centrifugation time (0–30min),
as investigated. The rotation speed was not tested below
00 rpm because of the device instability at low rotation
peeds. Next, the samples were immersed in a calcium solu-
ion (CaCl2,2H2O) of 0.5 M, for 2h at 80 ◦C. They were ﬁnallyrinsed in two different baths of demineralized water and dried
at room temperature.
2.3. Characterization
After each step of the surface preparation (machining, sand-
blasting and acid etching) and coating process, the sample
surface was observed by SEM (LEO 435VP, ZEISS). SEM was
performed both in secondary (SE) and backscattering (BSE)
electron modes.
The SEM images in SE mode were recorded at a voltage of
15KeV and a probe intensity of 150pA to observe the surface
morphology after surface treatment, aswell as themicrostruc-
ture and the coverage of the CaP coating. Two samples of each
triplicate assay were observed to check the reproducibility of
the coating process. Samples were embedded in an epoxy
resin and then cross-sections were polished using silicon car-
bide (SiC) foils of reduced grit size from P180 (76m) to P2400
(10m). Five images were recorded to determine an average
thickness value of the coating by image analysis.
BSE mode of SEM was utilized with a voltage of 15KeV and
a probe intensity of 1500pA.
On the one hand, image analysis of SEM micrographs
obtained in BSE mode was performed to determine the per-
centage of the titaniumsurface area corresponding to alumina
particles embedded in the substrate after sandblasting and
acid etching treatments. Four samples were studied after
each acid etching treatment and ten images, with a size of
1024× 888 pixels and a resolution of 205dpi, were recorded for
one sample. Image analysis was performed with Image J soft-
ware. Manual thresholding of the BSE images was performed
to obtain a binary image that gives indication of the ratio of
the area covered by alumina particles to the total area of the
image.
On the other hand, implant coverage by the coating was
checked using the contrast between Ca, P and Ti elements in
BSE mode.
The residual precursor salts that could remain on the coat-
ing were investigated by energy dispersive X-ray spectroscopy
(EDX). The same voltage and intensity probe as in BSE mode
were set and the acquisition time was equal to 100 s.
After each surface treatment, the roughness parameters,
including arithmetical mean height (Sa), root mean square
height (Sq), maximum height (Sz), skewness (Ssk) and kurto-
sis (Sku) of the 3D proﬁle, were measured using a confocal
and interferometric microscope (S Neox, SENSOFAR). These
parameters are illustrated on 2D proﬁles in Fig. 1. For the
acquisition, the interferometric mode, the ×10 microscope
lens allowed for analysis of a surface of 1754× 1320m, the
green led and a scanning range along z axis of 40m were
chosen. Moreover, before scanning, an auto-light and an auto-
focus were performed on the sample surface. Three samples
of the same batch for each surface treatment were analyzed
and the reproducibility was checked by duplicating the char-
acterization on another batch.
The wettability was also evaluated after each surface treat-
ment by a contact angle measurement device (Digidrop, GBX).
Each sample was cleaned with the same procedure before
contact angle measurements to prevent any variability due
to the history of the sample (variable times and/or conditions
ghneFig. 1 – Illustration and formula related to the rou
of storage before the measurements). This cleaning protocol
applied to each sample includes: two rinsing baths in deion-
ized water and one in ethanol (5min of immersion in each
bath in presence of ultrasounds) and then a drying step dur-
ing 20min at 60 ◦C. Ultrapure water (drop of 3L) was used for
these experiments and a minimum number of twenty angles
weremeasured per type of surface treatment. Dixon’s test (5%)
was applied to remove the outlier values.
Vickers hardness measurements (Omnimet 2100,
BUEHLER) were performed after each step of the surface
treatment. Samples were embedded in an epoxy resin and
then cross-sections were polished using silicon carbide (SiC),
as explained above, and ﬁnally using a colloidal silica suspen-
sion (OP-S, 0.04m) diluted with water in a proportion of 1/3
OP-S and 2/3 water. Indentation was performed with a load of
100 g and the diamond indenter remaining for 10 s in contact
with the sample. A measurement was considered valid if the
length of the measured diagonals was higher than 20m and
if the difference of length between the two diagonals was
less than 5% according to ISO 6507-2. Moreover, indentations
were positioned at, at least, three times the diagonal length
of the imprint from each other and from the sample edge.
Indentations were performed close to the sample center and
close to the edges. Three measurements were completed to
determine the average hardness and the associated standard
deviation.
Concerning the physico-chemical characterization of the
coating, the ﬁrst step was to check the presence of calcium
and phosphate in the coating. Then, the goalwas to determine
what type(s) of calcium phosphate phase(s) was formed onss parameters (adapted from Refs. [29] and [30]).
the surface. With the experimental conditions (pH and T) and
according to the literature [31], brushite (DCPD), octacalcium
phosphate (OCP) or non-stoichiometric apatite analogous to
bone mineral (ns-HAP) are the CaP phases that could poten-
tially precipitate. For this purpose, XRD and FTIR and Raman
spectroscopy were used.
The calciumphosphate phase(s) in the coatingswere inves-
tigated using an X-ray diffractometer (D8-Advance, BRUKER).
This was used in grazing incidence mode (2◦) to permit the
analysis of the coating directly on the substrate. The X-ray
diffractogram data were collected using a Cu anticathode
(wavelength=1.54184Å), from2=3◦ to 75◦ witha stepof 0.03◦
and a counting time of 6 s.
FTIR spectroscopy (FTIR spectrometer iS50, Nicolet) was
performed in themiddle infrared range. FTIR analysiswas per-
formed in the attenuated total reﬂectance mode (ATR) using a
diamond crystal in order to analyze the CaP coatings directly
on the substrate. Several points were analyzed to check the
chemical homogeneity of the coating.
Raman spectroscopy combinedwith a confocalmicroscope
(Labram HR 800, Yvon Jobin – HORIBA) allowed for a focus
on a special area. A 532nm laser source, an 1800grooves/mm
grating and a ×100 microscope objective were used for the
acquisitions. Moreover, several areas were explored for homo-
geneity control.
X-ray diffractograms and FTIR and Raman spectra of the
calcium phosphate reference compounds (brushite, octa-
calcium phosphate and non-stoichiometric hydroxyapatite
(ns-HAP)) synthesized at the CIRIMAT Laboratory were
recorded using the previously described analysis conditions.
dental mater ials 3 5 ( 2 0 1 9 ) e25–e35 e29
Fig. 2 – SEM micrographs of (a) machined surface (M), (b) sandblasted surface (S) and, (c) sandblasted and etched surface
(
T
b
ﬁ
s
i
j
w
D
a
t
b
a
i
3
3
T
o
m
a
f
n
p
s
r
s
S
p
F
sSE2), inset at higher magniﬁcation.
he purity of synthesized OCP, ns-HAP and DCPD was veriﬁed
y XRD by comparing the obtained diffractograms with JCPDS
les n◦ 26-1056, n◦ 09-0432 and n◦ 09-0077, respectively.
Regarding the mechanical stability of the coating on the
ubstrate, a screwing/unscrewing testwasperformed, consist-
ng of mimicking an implantation procedure in an artiﬁcial
awbone. The model of mandible for implantology practice
e used for the screwing/unscrewing test was provided by GF
ental (Milan, Italy). This model system is drilled and tapped
ccording to the length and the diameter of the implant. Then,
he coated implant was screwed, left 2h in this artiﬁcial jaw-
one and then removed. The sample was then cleaned from
rtiﬁcial jawbone particles with compressed air. Finally, the
mplant surface was observed by SEM after this test.
. Results
.1. Titanium substrate surface treatment
he sample surface morphology was observed after each step
f the process. The M substrate surface is ﬂat and only the
achining marks can be evidenced (Fig. 2a), leading to an
nisotropically textured surface. After sandblasting, a sur-
ace roughness appeared (Fig. 2b) because alumina particles
otched the titanium substrate surface and created substrate
lastic deformation. Then, the acid solution etched titanium
urface created micro-pits, on top of the previously formed
oughness by sandblasting (Fig. 2c). Moreover, acid etching
eems to lead to a more ﬁnely textured surface. The SE1 and
E2 treatments led to similar surface morphologies (data not
resented).
ig. 3 – SEM micrographs obtained in backscattered electron mod
urfaces.Backscattered SEM observations revealed the presence of
alumina particles (dark area) embedded in the titanium sub-
strate after the sandblasting step (Fig. 3).
Image analysis on the BSE micrographs allows the estima-
tion of the proportion of theTi surface area covered by alumina
particles after sandblasting,which is equal to 47± 5%. It can be
explained by the difference of hardness values between tita-
nium and alumina, which are 215 HK [32] and 1800–2300 HK
[33], respectively. This high proportion of alumina particles
was found to be detrimental regarding the coating formation
by our process. Nevertheless, the following steps of the sur-
face preparation,which are acid etching and rinsing, enable an
important reduction of alumina particles remaining embed-
ded in the titanium substrate. Indeed the titanium surface
covered by alumina particles decreases from 47± 5% after
sandblasting to 6± 4% for SE1 and 3± 2% for SE2.
Afterwards, the roughness and wettability of each type of
surface were measured and the results are reported in Table 1.
The major differences were observed between the machin-
ing and sandblasting steps. Indeed, the arithmetical mean
height (Sa) and the root mean square height (Sq) are around
ﬁve times higher for the sandblasted surface than for the
machined one. The maximum height between the peak and
valley (Sz) increases also by around four. The evolutionof these
latter parameters reﬂects a clear increase in the roughness
after the sandblasting step. One important fact is the evolu-
tion of the surface skewness (Ssk) from positive to negative
values between machined and sandblasted surfaces. Indeed
Ssk expresses the symmetry of peaks and valleys relative to
the average plane. If Ssk is positive, it is skewed downward,
and if Ssk is negative, it is skewed upward. This means that
machined samples are mainly composed of thin scratches
e of (a) sandblasted, (b) SE1 and (c) SE2 treated titanium
Table 1 – Roughness parameters and contact angle measurements and their respective standard deviation after each
type of surface treatment.
Surface treatments
M S SE1 SE2
Surface
characteristics
Sa (m) 0.4± 0.1 1.8± 0.1 1.67± 0.09 1.46± 0.09
Sq (m) 0.4± 0.2 2.3± 0.1 2.1± 0.1 1.9± 0.1
Sz (m) 6± 1 23± 1 25± 6 21± 5
Ssk 0.3± 0.1 −0.14± 0.05 −0.1± 0.1 −0.1± 0.1
Sku 4± 2 3.4± 0.2 3.5± 0.6 3.4± 0.2
Contact angle (◦) 75± 7 50± 15 46± 19 0a
a Water droplet spreads totally on the surface leading to a low contact angle that is impossible to measure.
Table 2 – Vickers hardness measurements and their
respective standard deviation after each type of surface
treatment.
HV 0.1 M SL SE1 SE2
Table 3 – Occurrence of CaP coatings (reliability in %) on
the titanium substrate depending on the centrifugation
parameters (time and rotation speed): = coating fully
covering the surface; # = coating not fully covering the
surface; X=no coating.
RPM Time
0min 5min 7min 10min 20min 30min
0  100%
500  100%  80%  75% #
700  100%  80% # #
900  50% #Close to the sample center 284± 9 273± 3 278± 1 275± 2
At 80m from the sample edge 278± 6 270± 7 280± 4 270± 7
due to the machining as already observed by SEM, whereas
sandblasted samples exhibit wide craters due to the cutting
effect of the sandblasting particles. The kurtosis (Sku) does
not change for both surfaces and is higher than three, indicat-
ing the presence of sharp peaks. Then, acid etching leads to a
decrease of Sa and Sq whereas Sz remains of the same order
of magnitude. Acid etching seems to reduce the roughness
by smoothing edges. Ssk is still negative and Sku higher than
three. Comparing SE1 and SE2, a slight difference is observed
for Sa and Sq values due to the difference in the etching pro-
tocols. No signiﬁcant changes were observed for Sz, Ssk and
Sku.
Concerning the contact angle, it can be observed that the
machined surface has the highest contact angle (75± 7◦) and
thus the lowest wettability. The sandblasting step leads to a
decrease of the contact angle (50± 15◦). The SE1 surface is in
the same order of magnitude than the sandblasted one. A very
hydrophilic surface, for which the contact angle was impossi-
ble to measure because of the immediate droplet spreading
(very low contact angle), was ﬁnally obtained after the SE2
surface treatment.
In order to highlight the inﬂuence of the different sur-
face treatments on the substrate, the hardness was measured
on two areas of the polished cross-sections of the samples,
namely, the sample center and close to the edge (80m from
the edge). Similar hardness values were recorded in these
areas, whatever the surface state (machined, sandblasted and
acid etched) (Table 2).
3.2. Calcium phosphate coating using the soaking
process
Unlike the traditional soaking process where the substrate is
the support for the nucleation of CaP crystals from a SBF or
related supersaturated solutions [16,24,34], in the alternate
soaking process presented in this study, the two ﬁrst steps
(phosphate bath immersion and centrifugation) are imple-
mented to form a thin continuous phosphate solution ﬁlm on
the implant that can afterwards react with the calcium con-1500 # # #
2000 X X
tained in the second bath to form a CaP coating. Thus, the
critical step that plays a major role in the CaP coating forma-
tion is centrifugation, which determines the coating coverage
and thickness. Therefore, several values of centrifugation time
and rotations per minute were tested and are summarized in
Table 3.
After each experiment, the samples were observed using
SEM and the coating presence and coverage were checked.
In Table 3, the centrifugation parameter couples, which favor
the formation of a covering coating, corresponding to Fig. 4a,
are shown by full circles. In that case, a reliability test was
performed that consists in counting the number of samples
that are fully covered over a total number of produced sam-
ples (n≥ 12). It should be noted that without centrifugation
(0min/0 rpm), a coating is always obtained but with a lot of
agglomerates (Fig. 4b) that make the coating thickness inho-
mogeneous. The centrifuge parameter couples represented by
hash symbols correspond to the conditions where the coat-
ing exists but does not entirely cover the substrate. This case
is illustrated in Fig. 4c where the areas covered with a CaP
coating appear darker than Ti substrate using backscattering
electron mode. Finally, the crosses correspond to the parame-
ter couples for which no coating was observed at any assay.
For this study, the centrifugation parameters of 500 rpm
and 5min allowed for homogeneous coverage without
agglomeration and with good reproducibility. This coating can
be observed at higher magniﬁcation in Fig. 5a. The substrate
roughness is still visible, which means that the coating is
thin and covers the treated surface. The coating thickness
was estimated at 2–3m from SEM observation of a substrate-
coating cross-section (Fig. 5b). Moreover, EDX analysis showed
the presence of titanium and aluminum due to the substrate
Fig. 4 – SEM micrographs of (a) a covering coating without agglomerates (SE mode), (b) a covering coating with agglomerates
(SE mode) and (c) a non-covering coating (BSE mode).
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nd the alumina particles embedded, respectively (data not
resented). It also showed the presence of calcium and phos-
horus but no chlorine nor sodium which were the counter
ons of calcium and phosphate salts used to prepare the soak-
ng solutions. To establish the presence of a CaP coating, the
rystalline phase and the chemical structure of the deposited
aterial were also studied using XRD, FTIR and Raman spec-
roscopy.
The X-ray diffraction patterns of the three reference cal-
ium phosphate compounds (ns-HAP, DCPD and OCP), as well
s that of the coated sample, are shown in Fig. 6. Indeed,
CP has a characteristic peak at ∼=4◦, DCPD has one at ∼=12◦
◦ ◦nd apatite has few small peaks between 45 and 55 that
o not correspond to OCP or DCPD. For the coated sample
attern, the main peaks at 35◦, 38.5◦ and 40◦ are attributed
o titanium and alumina, which are of the main components
Fig. 6 – X-ray diffractograms of ns-HAP, DCPD, OCP raking process: (a) surface and (b) polished cross-section.
of the sandblasted substrate surface. This conﬁrmed that the
coating is thin and that some sandblasting particles are still
embedded in the titanium substrate, even after acid etching,
as previously shown in the SEM micrographs presented in
Fig. 3b and c. The most intense peak of the OCP at ∼=4◦ and
of the DCPD at ∼=12◦ are not observed for the coated sample,
which could indicate the absence of these phases, even if the
strong diffuse background, especially intense at low diffrac-
tion angles (background corrected in Fig. 6), would reduce their
detection. However, a broad weak peak at ∼=32◦ correspond-
ing neither to titanium nor to alumina is identiﬁed that could
be attributed to poorly crystalline OCP or ns-HAP diffraction
peaks. The low intensity of this peak is probably due to the
thinness of the coating and its poor crystallinity. Moreover,
two peaks at ∼=41◦ and 59.4◦ were identiﬁed that have been
already observed in previous works and assigned to TiH2 pro-
eference compounds and of the coated sample.
Fig. 7 – FTIR-ATR spectra of DCPD, OCP, ns-HAP reference compounds and coated sample: (a) full spectrum (4000–400 cm−1)
and (b) 1300–450 cm−1 domain.
duced during the etching reaction of titanium with sulfuric
acid [28,35–37]. The same peakswere observed on XRD diffrac-
togram of an uncoated etched sample. Also, these two peaks
correspond to the most intense ones on the JCPDS ﬁle n◦ 09-
0371 that support our hypothesis.
In the present study, the detection of CaP phases has to be
conﬁrmed using a complementary technique due to theweak-
ness of the XRD peak(s) assigned to the CaP coating, blurred
by the strong peaks due to the well crystallized substrate com-
ponents (titanium and alumina).
The ATR-FTIR spectra of ns-HAP, DCPD, OCP and of the
coated sample are shown inFig. 7. Theabsenceof the strongest
bands corresponding to the 3 PO43− vibration modes at 1132,
1070–1060 and 984 cm−1 and of a smaller one corresponding to
the 4 PO43− vibration mode at 525 cm−1 of the DCPD supports
the hypothesis of the absence of this CaP phase in the coating.
The CaP-coated sample spectrum is similar to the one
of the ns-HAP reference compound because of the shoulder
−1 3−between 1050 and 1150 cm (3 PO4 ), as well as the two
bands at 560 and 601 cm−1 (4 PO43−), which could also be
attributed to OCP. It is, once again, difﬁcult to conclude the
Fig. 8 – Raman spectra of ns-HAP, OCP, DCPD and CaP-coated samidentiﬁcation of the calcium phosphate phases. Even if the
presence of ns-HAP seems possible, OCP could also take part
in the coating composition. Indeed, it is difﬁcult to distinguish
these two calcium phosphate phases because the chemical
structures of ns-HAP and OCP lead to close spectra and also,
the resolution of the coated sample spectrum is low. The coat-
ing thickness, its poor crystallinity and substrate roughness
are limiting attributes for a thorough characterization of the
CaP-coated samples in ATR mode because of the difﬁculty to
have a good contact between the diamond crystal of the ATR
device and the sample surface.
Regarding the Raman spectroscopy analysis (Fig. 8), the
strongest peak for the CaP-coated sample spectrum appeared
at ∼=962 cm−1, which is a characteristic band of the 1 PO43−
vibration mode in OCP and ns-HAP (this band position is very
close for both of these calcium phosphate phases). For DCPD,
this peak would be observed at 986 cm−1; its absence excludes
the formation of DCPD which conﬁrms the FTIR spectroscopy
and XRD results.
The spectral resolution is not sufﬁcient to distinguish the
two peaks of OCP at 958 and 966 cm−1. Due to the low reso-
ple: (a) 850–1100 cm−1 and (b) 2600–4000 cm−1 domains.
Fig. 9 – SEM micrographs of the Ca-P-coated implant surface after the screwing/unscrewing test (a) at the thread bottom and
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ution and the low intensity of the smallest peaks of OCP at
66 cm−1, a clear identiﬁcation and discrimination between
s-HAP and OCP compounds is difﬁcult for these phases with
losely related structures. Nevertheless, the medium peak of
CP standard at 1011 cm−1, corresponding to the 3 PO43−
ibrationmodedidnot appear on theCaP-coated sample spec-
rum (Fig. 8a). Moreover, the peak at 3575 cm−1 corresponding
o the OH− of the ns-HAP was observed on the CaP-coated
ample spectrum, which can testify for the presence of ns-
AP in the coating (Fig. 8b). Therefore, Raman spectroscopy
ndicates that ns-HAP is a constituent of the CaP coating on
he titanium substrate.
We also performed roughness and wettability measure-
ents on CaP coated samples. The results showed that the
oughness was not signiﬁcantly modiﬁed after the coating
nd we were not able to measure a contact angle due to
mmediate droplet spreading (very low contact angle) as after
E2 treatment, indicating a highly hydrophilic surface of
aP-coated samples.
After the mechanical test of screwing and unscrewing
he coated implant in an artiﬁcial jawbone, no damage was
oticed at the thread bottom of the implant (Fig. 9a) but some
articles which do not contain calcium, phosphorus or tita-
ium according to EDX analysis (data not presented), can be
bserved above the coating. These particles are some debris of
he artiﬁcial jawbone that remained stuck to the implant. The
hread top was entirely covered by the resin of the artiﬁcial
awbone (Fig. 9b) which makes impossible the observation of
he coating. Nevertheless we can suppose that the coating is
till below this resin layer.
. Discussion
wo protocols of surface preparation, including sandblasting
ith alumina particles and acid etching, were developed. Dur-
ng these surface treatments, the most critical step was the
cid etching because it allowed a surface topographymodiﬁca-
ion and an almost complete elimination of alumina particles
mbedded in the titanium substrate. Therefore, the param-
ters associated with this step, temperature and immersion
ime, which control the kinetics of the etching reaction, are
mportant. The higher the temperature; the lower the immer-sion time to obtain the same surface topography after etching.
Therefore, a compromise between temperature and immer-
sion time has to be found to obtain an etched surface, while
keeping the main roughness created by sandblasting. It has
been shown that both investigated treatments, SE1 and SE2,
allow a decrease in the amount of alumina particles on
the titanium surface from ∼=50% after sandblasting to ∼=5%
after acid etching. Moreover, hardness measurements have
shown no signiﬁcant changes after each surface treatment,
whichmeans nomechanical change of the titaniumsubstrate.
Therefore, acid etching leads to a clean and rough surface able
to receive a bioactive calcium phosphate coating.
The acid etching processes tested include two tempera-
tures, 40 ◦C and 80 ◦C, associated with two immersion times,
20 and 5min, respectively.We showed that these twoprotocols
associated with the sandblasting led to a rough surface with
an average roughness between 1 and 2m and micro-pits that
are considered as more favorable for osseointegration, com-
pared to machined surfaces [38]. In addition to this, the SE2
surface showed a very high wettability (contact angle below
the measurable limit compared to 46◦ and 50◦ for the SE1 and
S samples, respectively) that is also an interesting advantage
for osseointegration if the implants are used without coat-
ing [5] and probably also for the wet coating process carried
on in this work. Moreover, XPS analyses demonstrated that
chemical composition of SE1 and SE2 surfaces were similar
(data not presented). Therefore, the difference observed in the
hydrophilicity of these two surfaces is most probably due to
variation in their surface topographical characteristics.
The main drawbacks of an etching process at high temper-
ature, like SE1, are energy consumption, the change of bath
composition due to evaporation and higher risk and security
management within the framework of an industrial devel-
opment. The SE2 surface treatment seems more adapted for
the soaking process than sandblasting alone and SE1 sur-
face preparations for several reasons. On the one hand, a
high wettability is necessary to favor the development of a
thin homogeneous phosphate solution layer in contact with
the implant surface and to prevent the formation of inho-
mogeneous coating. On the other hand, the roughness and
micro-pits achieved could trap more efﬁciently the phosphate
solution and thus promote in-pores precipitation during the
ls 3
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coating formation,with a possible improvement of the coating
mechanical adhesion. Regarding the characteristics of the sur-
face obtained with the two acid etching protocols, the ability
to form a CaP coating through the soaking process and indus-
trial transfer considerations, it appears that the acid etching
protocol at 40 ◦C for 20min (SE2 protocol) is the best suited for
the titanium surface preparation.
The main objective of the present study was to develop a
soaking process that can avoid the problems due to the use
of a supersaturated CaP solution as in the concentrated SBF
soaking process. Moreover, to speed up the process without
the use of complex and numerous chemical surface treat-
ments a centrifugation step was introduced which generates
a thin phosphate solution layer at the surface of the titanium
substrate that when immersed in the following calcium bath
allows for the precipitation of a thin and covering CaP coating.
This step is crucial because it seems to determine the forma-
tion of the coating, its thickness and homogeneity. For this
purpose, the phosphate solution has to be spread homoge-
neously on the substrate, which has to exhibit a high wetting
ability as discussed earlier, to prevent inhomogeneous cover-
age. The rotation speed and centrifugation time are therefore
critical parameters to control. Centrifugation must not lead
to the elimination of the liquid phosphate solution ﬁlm or
recrystallization of the phosphate source salt by drying, which
would prevent the following aqueous precipitation reaction
with calcium ions in the second bath. These phenomena can
happen for high centrifugation times and rotation speeds that
do not lead to coating formation. In contrast, without centrifu-
gation, the presence of agglomerates has been assigned to the
uncontrolled thickness of the initial phosphate ﬁlm, leading
to uncontrolled precipitation of CaP weakly bound to the sur-
face. The centrifugation parameters best adapted to produce
a thin and covering CaP coating on the SE2 surface without
agglomeration are 500 rpm for 5min in our experimental con-
ditions. We showed that a thin coating (thickness of 2–3m)
was formed on the titanium substrate. This thinness allows
the coating to follow the surface roughness created by the
previously described surface treatments without changing its
characteristics. This can be an important point for osseoin-
tegration and mechanical anchoring of the implant in bone,
as explained earlier. We ﬁnally demonstrated that the CaP
coating deposited using these parameters is also 100% repro-
ducible.
A clear identiﬁcation of the coating phase composition
was difﬁcult due to its thinness and its poor crystallinity. The
absence of DCPD was demonstrated by XRD, FTIR and Raman
spectroscopy. The coating seems more likely composed of ns-
HAPdue to the absence of the characteristic peak ofOCP at∼=5◦
in theX-ray diffraction diagramand of the characteristic phos-
phate band at ∼=966 cm−1 on the Raman spectrum. Moreover it
is in accordance with the literature where, using an alternate
soaking process on titanium and titanium alloys substrates,
apatite [28] or octacalcium phosphate [16] were obtained. In
any case as ns-HAP and/or OCP aremetastable phases in phys-
iological conditions, by similarity with previous work it can be
concluded that the coating obtained would probably improve
the implant osseointegration [20,39,40].
The mechanical stability of the coating has been demon-
strated and is probably due to mechanical anchorage of the5 ( 2 0 1 9 ) e25–e35
coating to the substrate thanks to the implant surface rough-
ness generated by the sandblasting and the acid etching and
thin layer precipitation in the well-spread phosphate solution
ﬁlm layer. Artiﬁcial jawbone debris stuck at the implant thread
top could come from the warming at the implant/jawbone
interface during screwing and unscrewing that can partlymelt
the plastic.
5. Conclusion
Thanks to complementary physical and physico-chemical
techniques, this study showed that titanium implant surface
characteristics can be optimized in terms of roughness and
wettability by a surface preparation involving a sandblasting
and an acid etching to improve its ability to receive a CaP coat-
ing formed at low temperature through an alternate soaking
process and for the ﬁrst time without any NaOH chemical pre-
treatment of the implant surface. SE2 preparation led to an
average roughness between 1 and 2m and a high wettability
(contact angle below thedetection limit). Then,wedetermined
the optimal centrifugation parameters (rotation speed and
time) allowing to obtain a thin, homogeneous and adherent
non-stoichiometric hydroxyapatite coating using an alternate
soaking process applied to titaniumdental implants. This pro-
cess is rapid, reproducible and the resulting CaP coating is
expected to favor early implant osseointegration through coat-
ing dissolution in vivo. In addition, this process should allow
the easy association of biological active molecules and/or ele-
mentswith the coating to also confer other functionality to the
coating, for example, the prevention of post-operative infec-
tions.
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